ReaderTT.config = {"pagecount":61,"title":"Barostim Neo Hypertension System Reference Guide","author":"John Stroebel","subject":"900088-001","keywords":"","creator":"Acrobat PDFMaker 9.1 for Word","producer":"Adobe PDF Library 9.0","creationdate":"D:20150218144902-06'00'","moddate":"D:20150218144931-06'00'","trapped":"","fileName":"document.pdf","bounds":[[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210],[935,1210]],"bookmarks":[{"title":"1 SYSTEM DESCRIPTION","page":5,"zoom":"XYZ 0 1100 null","children":[{"title":"Implantable Pulse Generator (IPG)","page":5,"zoom":"XYZ 163 432 null"},{"title":"Carotid Sinus Leads (CSL)","page":6,"zoom":"XYZ 163 1101 null"},{"title":"Implant Adapter","page":6,"zoom":"XYZ 163 728 null"},{"title":"Implant Tool","page":6,"zoom":"XYZ 163 351 null"},{"title":"CVRx Programmer System Model 9010","page":7,"zoom":"XYZ 163 1101 null","children":[{"title":"Programmer Software","page":7,"zoom":"XYZ 218 881 null"},{"title":"Programmer Interface","page":7,"zoom":"XYZ 218 747 null"}]},{"title":"Optional Accessories for Use with the System","page":8,"zoom":"XYZ 163 1101 null","children":[{"title":"CVRx Magnet","page":8,"zoom":"XYZ 218 1054 null"},{"title":"CVRx Accessory Kit","page":8,"zoom":"XYZ 218 719 null"},{"title":"CSL Repair Kit Model 5010","page":8,"zoom":"XYZ 218 433 null"}]}]},{"title":"2 SYMBOLS AND DEFINITIONS","page":9,"zoom":"XYZ 0 1089 null"},{"title":"3 INDICATIONS","page":10,"zoom":"XYZ 0 1089 null"},{"title":"4 CONTRAINDICATIONS","page":11,"zoom":"XYZ 0 1089 null"},{"title":"5 WARNINGS AND PRECAUTIONS","page":12,"zoom":"XYZ 0 1089 null","children":[{"title":"General","page":12,"zoom":"XYZ 163 1023 null","children":[{"title":"Warnings","page":12,"zoom":"XYZ 169 968 null"},{"title":"Precautions","page":12,"zoom":"XYZ 169 368 null"}]},{"title":"Implantable Pulse Generator","page":13,"zoom":"XYZ 163 1090 null","children":[{"title":"Warnings","page":13,"zoom":"XYZ 169 1057 null"},{"title":"Precautions","page":13,"zoom":"XYZ 169 855 null"}]},{"title":"Carotid Sinus Lead","page":14,"zoom":"XYZ 169 1090 null","children":[{"title":"Warnings","page":14,"zoom":"XYZ 169 1043 null"},{"title":"Precautions","page":14,"zoom":"XYZ 169 641 null"}]},{"title":"CVRx Programmer System","page":15,"zoom":"XYZ 169 1090 null","children":[{"title":"Warning","page":15,"zoom":"XYZ 169 1057 null"},{"title":"Precautions","page":15,"zoom":"XYZ 169 996 null"}]},{"title":"CVRx Magnet","page":15,"zoom":"XYZ 163 502 null","children":[{"title":"Precaution","page":15,"zoom":"XYZ 163 470 null"}]},{"title":"Accessory Kit, Implant Adapter, Implant Tool","page":15,"zoom":"XYZ 163 374 null","children":[{"title":"Warnings","page":15,"zoom":"XYZ 163 340 null"},{"title":"Precautions","page":15,"zoom":"XYZ 163 230 null"}]}]},{"title":"6 ADVERSE EVENTS","page":17,"zoom":"XYZ 0 1089 null"},{"title":"7 PHYSICIAN TRAINING AND EXPERIENCE","page":18,"zoom":"XYZ 0 1089 null"},{"title":"8 SYSTEM PREPARATION","page":19,"zoom":"XYZ 0 1089 null","children":[{"title":"How Supplied","page":19,"zoom":"XYZ 163 1014 null","children":[{"title":"Implantable Pulse Generator","page":19,"zoom":"XYZ 218 919 null"},{"title":"Carotid Sinus Lead","page":19,"zoom":"XYZ 218 785 null"},{"title":"Implant Accessories","page":19,"zoom":"XYZ 218 620 null"},{"title":"Programmer System","page":19,"zoom":"XYZ 218 502 null"}]},{"title":"Inspection Prior to Use","page":19,"zoom":"XYZ 163 383 null","children":[{"title":"Implantable Pulse Generator","page":19,"zoom":"XYZ 218 346 null"}]},{"title":"Materials Recommended for Implantation and/or Explantation","page":20,"zoom":"XYZ 163 893 null"},{"title":"Cleaning the Programmer System","page":20,"zoom":"XYZ 163 710 null"},{"title":"Programmer System Set Up","page":20,"zoom":"XYZ 163 618 null"}]},{"title":"9 PROGRAMMER SYSTEM OPERATION","page":21,"zoom":"XYZ 0 1089 null","children":[{"title":"Navigating","page":21,"zoom":"XYZ 174 931 null"},{"title":"User Login","page":21,"zoom":"XYZ 174 840 null"},{"title":"Starting the Application","page":21,"zoom":"XYZ 174 748 null"},{"title":"Connection Dialog","page":21,"zoom":"XYZ 174 609 null"},{"title":"Main Screen","page":22,"zoom":"XYZ 174 1090 null"},{"title":"Patient Identification","page":22,"zoom":"XYZ 174 928 null"},{"title":"IPG Status","page":22,"zoom":"XYZ 174 820 null","children":[{"title":"Current Therapy Status","page":22,"zoom":"XYZ 229 719 null"},{"title":"Quickly\u2013Stopping All Applied Therapies","page":22,"zoom":"XYZ 229 629 null"},{"title":"Battery Life","page":22,"zoom":"XYZ 229 476 null"},{"title":"Lead Impedance","page":22,"zoom":"XYZ 229 279 null"},{"title":"Confirming a Good Telemetry Link","page":23,"zoom":"XYZ 229 858 null"}]},{"title":"Therapy Settings","page":23,"zoom":"XYZ 174 412 null","children":[{"title":"Changing a Parameter Setting","page":24,"zoom":"XYZ 229 1090 null"}]},{"title":"Edit and Test Screen","page":26,"zoom":"XYZ 174 763 null"},{"title":"Adjusting the Schedule","page":27,"zoom":"XYZ 174 624 null"},{"title":"IPG Diagnostics","page":28,"zoom":"XYZ 174 1090 null"},{"title":"Estimating Longevity of Implantable Pulse Generator","page":28,"zoom":"XYZ 174 915 null"},{"title":"Device Interaction Testing","page":28,"zoom":"XYZ 174 268 null"}]},{"title":"10 IMPLANTATION PROCEDURE","page":30,"zoom":"XYZ 0 1089 null","children":[{"title":"Before Implantation","page":30,"zoom":"XYZ 163 1023 null"},{"title":"System Implantation","page":30,"zoom":"XYZ 163 536 null","children":[{"title":"Skin Preparation","page":30,"zoom":"XYZ 218 401 null"},{"title":"Antibiotic Coverage","page":30,"zoom":"XYZ 218 235 null"},{"title":"Anesthesia","page":31,"zoom":"XYZ 218 1009 null"},{"title":"Opening the Sterile Package","page":32,"zoom":"XYZ 218 1009 null"},{"title":"Implantation and Mapping Procedure","page":32,"zoom":"XYZ 218 569 null"},{"title":"Final Lead Position Verification","page":38,"zoom":"XYZ 218 996 null"},{"title":"Strain Relief, Tunneling and Pocket Creation","page":39,"zoom":"XYZ 218 1090 null"},{"title":"Lead Connection and Wound Closure","page":40,"zoom":"XYZ 218 513 null"}]},{"title":"Pre Discharge Device Testing","page":42,"zoom":"XYZ 163 250 null"},{"title":"Additional Lead Implant (if required)","page":43,"zoom":"XYZ 163 653 null"}]},{"title":"11 IPG REPLACEMENT PROCEDURE","page":44,"zoom":"XYZ 0 1089 null","children":[{"title":"Recommendations","page":44,"zoom":"XYZ 163 1014 null"},{"title":"Antibiotic Coverage","page":44,"zoom":"XYZ 163 852 null"},{"title":"Explantation of Depleted IPG","page":44,"zoom":"XYZ 163 765 null"},{"title":"Implantation of Replacement IPG","page":44,"zoom":"XYZ 163 244 null"}]},{"title":"12 EXPLANTATION PROCEDURE","page":45,"zoom":"XYZ 0 1089 null","children":[{"title":"Recommendations","page":45,"zoom":"XYZ 163 1023 null"},{"title":"Antibiotic Coverage \u2013 Not Infected","page":45,"zoom":"XYZ 163 831 null"},{"title":"Antibiotic Coverage \u2013 Infected","page":45,"zoom":"XYZ 163 718 null"},{"title":"IPG Explantation","page":45,"zoom":"XYZ 163 551 null"},{"title":"CSL Explantation","page":46,"zoom":"XYZ 163 1090 null"}]},{"title":"13 INSTRUCTIONS FOR PATIENTS","page":47,"zoom":"XYZ 0 1089 null"},{"title":"14 EMERGENCY PERSONNEL INFORMATION","page":48,"zoom":"XYZ 0 1089 null","children":[{"title":"Radiopaque Identifier","page":48,"zoom":"XYZ 163 1023 null"},{"title":"ECG Artifact","page":48,"zoom":"XYZ 163 296 null"},{"title":"Temporarily Inhibiting the IPG Output","page":48,"zoom":"XYZ 163 230 null"}]},{"title":"15 TROUBLESHOOTING","page":49,"zoom":"XYZ 0 1089 null","children":[{"title":"CVRx Contact Information","page":49,"zoom":"XYZ 163 1023 null"},{"title":"Programmer System and Warning messages","page":49,"zoom":"XYZ 163 818 null"}]},{"title":"16 WARRANTY / DISCLAIMER OF WARRANTY","page":50,"zoom":"XYZ 0 1089 null"},{"title":"17 REGULATORY NOTICES","page":51,"zoom":"XYZ 0 1089 null"},{"title":"18 SPECIFICATIONS OF NONIMPLANTABLE COMPONENTS","page":52,"zoom":"XYZ 0 1089 null","children":[{"title":"Programmer System","page":52,"zoom":"XYZ 163 1014 null"},{"title":"Programmer System Components","page":52,"zoom":"XYZ 163 780 null"},{"title":"Computer","page":52,"zoom":"XYZ 163 429 null"},{"title":"Miscellaneous Information","page":53,"zoom":"XYZ 163 1072 null"}]},{"title":"19 SPECIFICATIONS OF IMPLANTABLE COMPONENTS","page":54,"zoom":"XYZ 0 1089 null","children":[{"title":"Pulse Generator","page":54,"zoom":"XYZ 163 1014 null"},{"title":"Pulse Generator Parameters","page":55,"zoom":"XYZ 163 1072 null"},{"title":"Lead (Models 1036, and 1037)","page":55,"zoom":"XYZ 163 664 null"}]},{"title":"20 ELECTROMAGNETIC COMPATIBILITY DECLARATIONS","page":56,"zoom":"XYZ 0 1089 null","children":[{"title":"Programmer System EMC Precautions","page":56,"zoom":"XYZ 142 1014 null"},{"title":"Programmer System RF Specifications","page":56,"zoom":"XYZ 142 754 null"}]}],"thumbnailType":"jpg","pageType":"html","pageLabels":[]};
